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Carbon Results 
Z:\MS\S\data\dual inlet\13C\2012\Aprii\120420\S-73668_KORN-11.caf 

Identifier 1 Identifier 2 Comment Preparation Method 

KORN-11 ck std 04-20-2012 3v_co2.met 

lnfomation Gas Configuration 

Peak Center found at [1987] Gas C02 

Background: 0.16 mV,0.47 mV,0.56 mV Magnet [Steps] 10446 

Pressure Adjustment: Left: 3004.3 Right: 3002.2 ( Manual P Cups 3,4,5 

Masses 44.0,45.0,46.0 

Ref. Name: d 13C/12C vs. d 180/160 vs. 
WKS-2-3 -43.760 VPDB -21.530 VPDB 
0 

H aw uata 
lnt.44 I nt.44 rR rR rd rd d d d 13C/12C d 
SamplE Standar 45C02/44C 46C02/44CC 45C02/44 46C02/4LI 45C02/44CC 46C02/44CC [per mil] 180/160 

[per mil] [per mil] [per mil] vs. [per mil] vs. vs. VPDB [per mil] 
[mV] [mV] vs. vs. VPDB VPDB vs. VPDB 

WKS-2-3 WKS-2-3 

Pn 3010.96 

1 2981.6 3004.12 1.1783870 1.3962057 32.895 21.530 -10.011 -0.538 -10.723 -0.515 

2 2971.7 2995.32 1.1783760 1.3961593 32.886 21.523 -10.020 -0.545 -10.733 -0.522 

3 2963.7 2988.76 1.1784224 1.3961269 32.914 21.513 -9.993 -0.555 -10.703 -0.532 

4 2957.4 2983.38 1.1784133 1.3962551 32.906 21.594 -10.000 -0.475 -10.714 -0.452 

5 2949.9 2977.78 1.1784203 1.3962324 32.916 21.590 -9.991 -0.479 -10.704 -0.456 

6 2942.7 2971.37 1 .1784219 1.3961934 32.905 21.550 -10.002 -0.518 -10.714 -0.495 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 45C02/44C02 [per mil] vs. VPDB -10.001 0.007 0.004 2 

d 46C02/44C02 [per mil] vs. VPDB -0.534 0.014 0.008 3 

d 13C/12C [per mil] vs. VPDB -10.714 0.008 0.004 2 

d 180/160 [per mil] vs. VPDB -0.511 0.014 0.008 1.093942 3 

d 170/160 vs. 11.028 0.007 0.004 0.206188 3 
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